[Adaptive filter method of enhancing ventricular late potential signals].
This paper introduces an adaptive filter method for enhancing ventricular late potentials. The adaptive filter has only one signal electrode and does not need the reference electrode. The experiment results show that this adaptive filter method can effectively improve signal-to-noise ratio of ventricular late potentials.